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Abstract: Optical coherence tomography angiography (OCTA) covers most functions of
fluorescein angiography (FA) when imaging the retina but lacks the ability to depict vascular
leakage. Based on OCTA, we developed artificial intelligence-inferred-FA (AI-FA) to delineate
leakage in eyes with diabetic retinopathy (DR). Training data of 19,648 still FA images were
prepared from FA-photo and videos of 43 DR eyes. AI-FA images were generated using a
convolutional neural network. AI-FA images achieved a structural similarity index of 0.91 with
corresponding real FA images in DR. The AI-FA generated from OCTA correctly depicted
vascular occlusion and associated leakage with enough quality, enabling precise DR diagnosis
and treatment planning. A combination of OCT, OCTA, and AI-FA yields more information
than real FA with reduced acquisition time without risk of allergic reactions.
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1. Introduction

The golden standard examination tool to delineate retinal vessels and their pathologies has
been fluorescein angiography (FA), which requires contrast dye injection. Recently, optical
coherence tomography-angiography (OCT-A) [1,2] has gained popularity due to its ability to
delineate retinal vessels without the use of contrast dye, thus eliminating concerns about allergic
complications including anaphylactic shock completely. OCT-A can depict retinal vessels to the
capillary level utilizing dynamics of red blood cells, their occlusions, and neovascularization
[3,4]. However, one of the reasons why OCT-A has not entirely replaced conventional FA yet
is because it is difficult, if not impossible, for OCT-A to detect vascular leakage [3,5]. This
limitation is particularly significant in certain diseases, such as diabetic macular edema and
uveitis, where vascular leakage is crucial in their pathogenesis.

Among these conditions, the most prevalent is diabetic macular edema, which occurs at all
stages of diabetic retinopathy, from non-proliferative to proliferative stages. It is a leading cause of
legal blindness or severe visual impairment with vision worse than 20/200 [6]. Early intervention
can restore vision, but persistent macular edema can lead to permanent visual impairment due to
the destruction of photoreceptors and other neural retinal structures [7]. Macular edema is the
accumulation of plasma components leaked from retinal blood vessels into the neural retina. The
authors reported that vascular endothelial growth factor (VEGF) is the causative substance for
the leakage in diabetic macular edema by inducing the breakdown of the blood-retinal barrier
of the retinal vessels in 1995 [8]. Currently, the most effective treatment to stop leakage and
absorb macular edema is the intravitreal injection of anti-VEGF drugs. However, this treatment
requires approximately 7 to 9 injections per year, posing a significant socio-economic burden
to the patient and making treatment adherence of diabetic macular edema patients challenging
[9]. In Japan, based on prescription-based research, the average annual number of injections for
diabetic macular edema patients remains around 2 injections [10].
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To reduce the economic burden on patients by minimizing the number of anti-VEGF drug
injections, focal/direct laser of leaking microaneurysms is the most reliable adjunct treatment
when they are located more than 500 µm away from the fovea, where we can deliver focal/direct
laser treatment. The focal/direct laser is effective, especially when leaking microaneurysms are
located in the middle of the circinate retinopathy and are photo-coagulable [11–13]. Thus, in
determining the treatment approach for macular edema, identifying the site of vascular leakage
or the leaking microaneurysms is crucial [14–16]. However, as mentioned earlier, OCT-A cannot
depict leakage, and its ability to visualize microaneurysms is also limited partly because they
are difficult to identify without associated leakage. As mentioned above, OCT-A relies on the
dynamics of red blood cells to depict blood vessels instead of contrast dyes [17,18].

To compensate for this limitation of OCT-A caused by the inability to detect leakage, a method
has been considered to infer the leakage area by overlaying images of retinal thickening due
to edema resulting from leakage onto OCT-A images among diabetes or uveitis patients [19].
Macular edema can arise from various retinal conditions, including diabetic retinopathy, branch
retinal vein occlusion (BRVO), and uveitis with retinal vasculitis. However, overlaying the
macular thickness map and OCT-A is time-consuming as a daily clinical practice. Moreover,
retinal thickening can occur not only by increased leakage but also by decreased pump function
of the retinal pigment epithelium as well, so it may not accurately reflect the leakage of retinal
vessels [20].

In routine clinical practice, to make OCT-A a valuable tool at the same level as conventional
FA in treating macular edema from various disease entities, we considered that it is necessary
to develop an algorithm based on deep learning using AI to delineate leakage on conventional
OCT-A images. Thus, we performed a study to make an AI-assisted OCT-A, which delineates
vascular leakage without contrast dye injection. We report AI-inferred-FA that is based on
OCT-A, which can depict leakage using deep learning with a Convolutional Neural Network
(CNN).

2. Materials and methods

2.1. Dataset

The dataset used in this study was obtained from the patients with diabetic retinopathy who visited
the outpatient clinic of the Department of Ophthalmology at Shinshu University, Japan, between
2019 and 2022. The dataset was used to establish a CNN algorithm to generate AI-inferred-FA
images from the corresponding OCT-A images. Forty-three wide-field OCT-A (23× 20 mm)
images from 43 eyes with diabetic retinopathy were obtained, and corresponding FA images
were also obtained on the same day. A total of 19,648 still FA images were prepared as the
training data for the CNN algorithm. These wide-field OCT-A images (23 mm x 20 mm) were
obtained using Xephilio OCT-S1 (Canon, Tokyo, Japan) from 43 eyes of 26 patients with diabetic
retinopathy. FA images and the fluorescein videos of the early phase were also obtained from
each eye using Heidelberg Spectralis (Heidelberg Engineering, Heidelberg, Germany) on the
same day as OCT-A images were obtained. The training data of the CNN algorithm consisted
of the still FA images obtained during routine examinations of the eyes mentioned above with
diabetic macular edema, and the still FA video-frame images generated from FA videos taken
from the arterial phase that usually continued about 30 to 45 seconds. To verify whether the CNN
algorithm, trained on FA images of diabetic retinopathy, can be generalized for other diseases
causing macular edema, AI-inferred-FA images were also generated and compared with real FA
images in four eyes with BRVO, another vascular occlusive condition where anti-VEGF drugs are
useful in its treatment, and in three eyes with Bechet disease, which exhibit inflammatory vascular
leakage in the retina. The current study was performed in accordance with the tenets of the
Declaration of Helsinki and was approved by the institutional review board of Shinshu University
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(clinical research approval number 5674). Informed consent from patients was obtained by the
opt-out method.

2.2. Cleansing of FA images

Real FA images and wide-field OCT-A were obtained on the same day from each eye. AI-inferred
FA was generated based on the OCT-A by CNN deep learning algorithm using real FA as training
data. The image quality of training data was crucial to ensure the accuracy of vascular leakage
detection by AI-inferred-FA. Consequently, the following categories of FA images were excluded
from the training dataset of the current CNN algorithm generation.

1. FA images with noticeable noise.

2. FA images with improper focus during acquisition, resulting in unclear visualization of
vascular structures.

3. Images showing retinal photocoagulation scars, as they are not depicted in OCT-A images
and were deemed impossible to infer from OCT-A images to AI-inferred-FA images.

4. FA images in which only partial images are available, with prominent differences between
bright and dark regions.

2.3. Alignment of OCT-A and real FA images

Tavakkoli et al. [21] reported an FA-like image generation based on a fundus photograph without
apparent pathological conditions using deep learning CNN-generative adversarial networks
(GAN) algorithm. In their study, training on unaligned images hampered the synthesizing FA
like images with vessels distorted or missing. They reported that to address such problems, there
was a need to align the FA images with their fundus counterparts prior to CNN training.

In the current study, since original pairs of OCT-A and real FA images were naturally unaligned,
image modification on the FA image side was performed by a non-rigid registration using the
large deformation diffeomorphic metric mapping (LDDMM) method [22] so that the pixel
coordinates of anatomical structures matched between two images, an OCT-A image and a FA
image, acquired from the same eye on the same day.

2.4. Preprocessing of images

The dataset used in the current CNN algorithm to generate AI-inferred-FA images from the
corresponding OCT-A images consisted of 43 wide-field OCT-A (23× 20 mm) images and
the corresponding 19,648 still FA images in total used as training data. The 19,648 still FA
images used as training data consisted of 7,198 images that were actually obtained for routine
examinations still FA frame images were obtained from 30-45 second videos, comprising 5,666
images of 30 degrees FA images and 1,532 images of 55 degrees FA images.

In addition, for the purpose of creating a continuous 300-second video of AI-inferred FA
based on an OCT-A image, the 19,648 images include additional FA images generated by the
interpolation method for the time period when the actual captured FA image did not exist,
corresponding to the time when the opposite eye was being photographed, or during the recess
between the early and late phases of the images acquisition.

2.5. AI-inferred-FA image generation by CNN

In the training process of the CNN algorithm to generate AI-inferred-FA, a set of 30 OCT-A
images (from 30 eyes) along with their corresponding FA images for each eye was utilized as the
training dataset, totaling 19,648 still FA images. Additionally, a separate set of 8 OCT-A images
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(from 8 eyes) was used for validation, and finally a distinct set of 5 images (from 5 eyes) was
employed for evaluating the performance of this CNN algorithm.

The CNN algorithm was developed through a process of training the CNN while confirming the
increase in structural similarity (SSIM) between AI-inferred FA and the corresponding training
FA data. This was carried out utilizing in the set of 30 OCT-A images prepared for the training
process.

The training of the CNN algorithm was repeated until the SSIM between the AI-inferred FA
images and the corresponding real FA images, calculated across 8 validation OCT-A images,
reached a point where it stopped increasing and commenced decreasing. Finally, the SSIMs of
the AI-inferred FA image and the corresponding FA images were computed using the five OCT-A
images saved as evaluation data.

A CNN-based U-Net [23,24] encoder-decoder architecture was designed as an image generation
algorithm that outputs an AI-inferred FA image of the desired specific imaging time based on an
OCT-A image obtained on the same day, as shown in Fig. 1.

Fig. 1. Feature extraction from OCT-A and visualization of the extracted features for
creating AI-inferred-FA images.

The encoder consists of processing layers such as convolution layers, pooling layers, batch
normalization layers, and activation functions. The decoder reconstructs features extracted from
the encoder using upsampling to generate an FA-like image closely resembling a real FA image,
which is an AI-inferred FA image.

The specific input data to this CNN model algorithm is the tensors based on the pixel values of
OCT-A image data and a scalar value of image acquisition time (millisecond). The scalar value
indicating the image acquisition time is designed to be input to the AI-inferred FA generation
CNN algorithm by concatenating it with the feature tensors extracted in the CNN algorithm
described above. The model training settings were as follows. The optimizer used for training
was SGD [25], and the learning rate was set to 1.8896. This specific learning rate was determined
through hyperparameter tuning. The training process also employed a Cyclic Scheduler [26] for
adjusting the learning rate.

The loss function utilized during training was based on SSIM [27], and the model architecture
was designed around a network based on U-Net [23]. In each mini-batch, 16 data points were
processed. For the training environment, PyTorch library was used to implement the CNN. The
training was carried out on 4 GPUs, specifically the NVIDIA GeForce RTX 3090.
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2.6. Application of AI-inferred FA for detecting leakage in other retinal diseases

The current CNN algorithm to delineate retinal vascular leakage was developed using real FA
of diabetic retinopathy as training data. To broaden its application, OCT-A images of branch
retinal vein occlusion (BRVO), which is the second most common retinal vascular occlusive
disease [28], were also investigated if AI-inferred-FA successfully delineates leakage. We also
conducted further investigation to determine the effectiveness of this CNN algorithm in detecting
retinal vascular leakage caused by inflammation. Retinal vasculitis in Behcet’s disease is known
to display leakage in unique fern-like patterns. We investigated whether AI-inferred-FA can
reproduce such fern-like leakage patterns based on OCT-A images.

2.7. FA image generation at various time points and FA video generation

In real FA, according to the elapsed time after contrast dye injection, the extent of leakage
continues to increase in the early phase, and the FA images undergo significant changes accordingly.
Therefore, it was important to incorporate the element of time progression during the training of
the current CNN algorithm for AI-inferred-FA.

To achieve this objective, we assembled a dataset of 150 still FA images, each captured at
distinct time intervals ranging from 0 to 300 seconds after the injection of the fluorescein contrast
dye. However, during the examination of the other eye, no still FA images could be obtained,
resulting in missing data points, as shown in Fig. 2.

Fig. 2. The dataset comprises FA images organized chronologically for each individual
case.

To address these gaps, interpolation techniques were employed to fill in the missing time
intervals. Utilizing still AI-inferred FA images along with elapsed time information, we also
generated AI-inferred-FA videos. The AI-inferred-FA videos are 15-second movies generated by
concatenating 150 still AI-inferred-FA images corresponding to 300 seconds of real time.

3. Results

3.1. AI-inferred FA based on OCT-A in diabetic retinopathy

OCT-A delineates defined retinal vessel images to capillary levels in diabetic retinopathy, and
provides information on capillary occlusion and neovascularization, but not vascular leakage as
shown in Fig. 3(a). Conventional FA of the same eye delineates non-perfusion areas and associated
vascular leakage, as shown in Fig. 3(b). The AI-inferred-FA image clearly depicted non-perfusion
areas and associated vascular leakage in a closely similar manner to the conventional FA, as
shown in Fig. 3(c). The areas with leakage correctly corresponded to those of macular edema
(thickened area) depicted as red/white-colored lesions with an OCT thickness map, as shown in
Fig. 3(d).
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Fig. 3. AI-inferred FA based on OCT-A in diabetic retinopathy. (a) The OCT-A serving
as the image source, (b) The real FA, (c) AI-inferred-FA, (d) OCT thickness map showing
thickened retina caused by leakage.

3.2. Quantitative analysis

For evaluation of the current CNN algorithm, the SSIMs between the AI-inferred FA images
and corresponding FA images were calculated. The average SSIM of them was 0.91± 0.08
(standard deviation). For example, a small characteristic leakage shown in Fig. 4(a) was accurately
regenerated in an AI-inferred-FA image as shown in Fig. 4(b) which cannot be detected in
OCT-A as shown in Fig. 4(c). As in this example, the high SSIM score was achieved because
the AI-inferred FA images are closely similar to the real FAs. The SSIM measured between
OCT-A and aligned FA was 0.073± 0.0039. The average Peak Signal-to-Noise Ratio (PSNR)
value between FA and AI-FA was 26.71± 2.12 (standard deviation).

Fig. 4. Excellent reproduction of fine leakage. (a) The arrow indicates fine vascular leakage
in real FA, (b) AI-inferred-FA accurately reproduced this fine leakage (arrow), (c) In the
OCT-A source image, this fine leakage cannot be detected by the human eye (arrow). Some
microaneurysms that cannot be detected in OCT-A (c) are delineated in AI-inferred-FA (b)
since they are associated with leakage.
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3.3. AI-inferred FA based on OCT-A in BRVO

To investigate the eligibility of the current CNN algorithm for AI-inferred-FA which had been
trained using diabetic retinopathy, AI-inferred-FA was generated from OCT-A of BRVO. BRVO,
like diabetic retinopathy, belongs to the category of retinal vascular occlusive disorders. In
these conditions, vascular leakage is caused by the ischemia-induced VEGF. OCT-A clearly
delineated wide-spread non-perfusion areas in the upper half of the fundus image but no leakage
as shown in Fig. 5(a). Conventional real FA showed both non-perfusion areas and associated
leakage, as shown in Fig. 5(b). AI-inferred-FA showed a closely similar image that depicts both
non-perfusion areas and leakage shown in Fig. 5(c). However, what is interesting is the fact
that the leakage from obstructed large veins is not fully illustrated in this AI-inferred-FA of
BRVO in Fig. 5(b), probably because obstruction of large veins is not a characteristic of diabetic
retinopathy. The current CNN algorithm was developed using FA images of diabetic retinopathy
as training data.

Fig. 5. AI-inferred FA based on OCT-A in diabetic retinopathy. (a) The OCT-A source
image, (b) Real FA delineating leakage (c) AI-inferred-FA clearly reproduce retinal vessels
and their leakage, which increased over time.

3.4. AI-inferred FA based on OCT-A in Bechet’s disease

OCT-A of Behcet’s disease looked largely normal without vascular occlusion. Conventional
FA of the same eye demonstrated the characteristic fern-like leakage pattern associated with
Behcet’s disease, which is caused by vascular inflammation but not ischemia. AI-inferred-FA
failed to reproduce the fern-like leakage and was evaluated as non-diagnostic.

3.5. AI-inferred FA at various elapsed time points

This CNN algorithm can generate AI-inferred-FA images at any desired elapsed time by inputting
tensor data generated by concatenating scalar values indicating image acquisition times and
the pixel values of OCT-A image data. This capability is critical for using AI-inferred-FA in
actual clinical practice since leakage patterns change with time in real FA, and this information is
essential to make a precise diagnosis and treatment plan. Based on a single OCT-A demonstrated
in Fig. 5 (a), AI-inferred-FA images were generated corresponding to various elapsed times, at
80 seconds as demonstrated in Fig. 6(a), at 180 seconds as demonstrated in Fig. 6(b), and at 300
seconds as demonstrated in Fig. 6 (c). The leakage increased with elapsed time, just as it does in
real FA.

This functionality allows for the creation of AI-inferred-FA videos. One hundred and fifty still
AI-inferred-FA images, corresponding to three hundred seconds of real-time, were generated
using the aforementioned CNN algorithm. These images were then concatenated to generate
a 15-second FA video in eyes with BRVO and diabetic retinopathy, successfully reproducing
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Fig. 6. AI-inferred FA at various elapsed times. (a) at 80 seconds, (b) at 180 seconds (c) at
300 seconds. AI-inferred-FA reproduces the increase in leakage observed over time in real
FA.

AI-inferred-FA videos. The AI-inferred-FA video closely resembled the real FA video that shows
widespread capillary nonperfusion and gradually increasing leakage at the border of perfused
and nonperfused retina, where microaneurysms and dilated vessels are formed.

4. Discussion

Deep learning methods have been successful in improving OCT-A utility in retinal imaging, where
most efforts are focused on the segmentation and classification tasks [29–31]. Here, we designed a
CNN-based U-Net type [23,24] encoder and decoder modules for biomedical image segmentation
to generate AI-inferred-FA using OCT-A as the source images. OCT-A delineates defined retinal
vessel images to capillary levels and provides information on capillary non-perfusion areas or
neovascularization as shown in Fig. 3(a). OCT-A is a recently introduced imaging technology
and has already been widely accepted among ophthalmologists for assessing ocular circulation
because the images closely resemble those of conventional real FA, a golden-standard of retinal
circulation evaluation method. In FA, blood flow is subjectively categorized as either perfused
or non-perfused areas as shown in Fig. 3(b). Perfusion status can be numerically quantified
through the utilization of OCT-A, given its visualization of vessels extending up to capillary
levels [32,33]. One and probably the only drawback of OCT-A is its inability to depict leakage,
which is typically visualized through the presence of extravasated fluorescein dye in conventional
FA. OCT-A, which does not require intravenous fluorescein dye, offers the added advantage of
enhanced safety by eliminating the risk of anaphylactic shock. However, the trade-off is that this
absence of contrast dye usage in OCT-A prevents the detection of vascular leakage phenomena.

In the current study, AI-inferred-FA images successfully and clearly delineated leakage as
shown in Fig. 3(c), correctly corresponding to the areas of macular edema depicted as red/white-
colored lesions with an OCT thickness map as shown in Fig. 3(d). Thus, we can acquire all
necessary information about retinal circulation and resulting macular edema by utilizing OCT-A
with AI-inferred-FA at levels equivalent to conventional golden-standard FA, even with reduced
image acquisition time and adverse events.

The structural similarity index (SSIM) between the AI-inferred FA images and corresponding
conventional FA images was 0.91± 0.08. This result demonstrates the high morphological
reproducibility of the current CNN algorithm. For instance, a small leakage with a characteristic
shape observed in conventional FA shown in Fig. 4(a) was accurately replicated in the AI-inferred-
FA images illustrated in Fig. 4(b), a feature that was undetectable in OCT-A shown in Fig. 4(c) to
the human eye.

We evaluated the applicability of the current CNN algorithm, trained using actual FA images
of diabetic retinopathy, to two other conditions: BRVO and Behcet’s disease. BRVO exhibits
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vascular leakage through mechanisms akin to those of diabetic retinopathy, involving ischemia-
induced VEGF in non-perfusion areas of the retina. On the other hand, the distinctive fern-like
leakage observed in Behcet’s disease arises from vascular inflammation.

In BRVO, OCT-A clearly delineated non-perfusion areas in the half of the fundus image, but
no leakage was shown in Fig. 5(a), while conventional real FA depicted both non-perfusion areas
and associated leakage shown in Fig. 5(b). AI-inferred-FA showed a closely similar image to
conventional FA that depicted both non-perfusion areas and leakage as shown in Fig. 5(c). On
the contrary, AI-inferred-FA based on the corresponding OCT-A of Bechet’s disease did not
delineate the distinctive fern-like leakage characteristic of Bechet’s disease and was evaluated as
non-diagnostic.

It is important to note that the vascular leakage observed in uveitis, including Behcet’s disease,
is primarily attributed to inflammatory processes rather than the upregulation of VEGF resulting
from retinal ischemia, which is observed in diabetic retinopathy, utilized as training data, and
BRVO. These data suggested that the current CNN algorithm is applicable only for leakage
detection in retinal vascular occlusive diseases but not in retinal inflammatory diseases.

The degree of vascular leakage intensifies over time in conventional FA. Therefore, it is
essential to incorporate the elapsed time since the injection of contrast dye when generating
AI-inferred FA images based on single OCT-A image. The current CNN algorithm was trained
by a total of 19,648 FA still images of diabetic retinopathy at various time points after dye
injections. One hundred and fifty still FA images corresponding to three hundred seconds of
real-time generated using the aforementioned CNN algorithm were concatenated to generate a
15-second FA video in diabetic retinopathy and BRVO. It closely resembled a real FA video
that shows widespread capillary nonperfusion and gradually increasing leakage at the border of
perfused and non-perfused retina where microaneurysms and dilated vessels are formed.

5. Conclusion

The proposed CNN algorithm aims to provide adjunctive information in OCT-A, specifically
leakage patterns, in situations where FA imaging is not feasible in the most and secondary common
retinal vascular occlusive disease, i.e., diabetic retinopathy and retinal vein occlusion. While this
algorithm is still unable to depict inflammatory leakage, this research serves as a proof-of-concept,
demonstrating the potential of artificial intelligence to perform image domain transformation
between different imaging modalities like OCT-A and FA. To enhance the effectiveness of our
current CNN algorithm, further investigations are warranted using a more expanded repository
of OCT-A and FA images encompassing more various diseases. The broader dataset holds the
promise of refining the accuracy and robustness of the current CNN algorithm for AI-inferred-FA.
This reinforcement could strengthen its diagnostic capabilities and aid in treatment planning.
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